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A. Case Assessment

Case 1
Category Score Comments
Analytical 2.00 Correct result. (-0 marks)
Interpretation 2.00 All essential interpretative elements provided. (-0 marks)

Clerical Accuracy

2.00 No clerical errors. (-0 marks)

Clerical Accuracy

2.00 No clerical errors. (-0 marks)

Category Score Comments
Analytical 2.00 Correct result. (-0 marks)
Interpretation 2.00 All essential interpretative elements provided. (-0 marks)

Mean Overall Scores

Category Score
Analytical 2.00
Interpretation 2.00
Clerical Accuracy 2.00

B. Conclusions

Recommendations

None

Performance Statement

Satisfactory
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